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2 Select an item fromthe main (bottom);menu. 
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4 Adjust menu item values using the, general purpose knob. 
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Press any button or turn any knob for information about that 
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How the Acquisition Modes Work: 
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__ Use for fastest acquisition rate. 
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Use to reveal the noise band 
around the signal. 
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9 Press Clock in main menu, 
and then press External in side menu. 
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, Press Function in the main menu. 
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Turn the Vertical and Horizontal SCALE and POSITION infor ba adjust the scale and position factors of 
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Press Lock, and then use the menu buttons to choose which waveform group to zoom horizontally. 
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To Save a Hardcopy to the File System: 
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Press HARDCOPY anytime to save a copy 


Press Port in the main menu, press File in the 4 of the current screen to a ons file in a 
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Press SAVÉ/RECALL WAVEFORM, and use A menu buttons to saveia re to a file or 
recall it from a file. 


Press SAVE/RECALL SETUP, and use the menu buttons to save a setup toe a file or rrecl it from 
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Press File Utilities in the Save/Recall Waveform, Save/Recall Setup, or TRAIN menus to access 
; «utilities that create directories, copy files, and do other:operations in the oscilloscope file system. 
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